Smart microfluidic pipette tip enabled by flow-rate insensitive particle ordering.
Smart microfluidic pipette tip: A microfluidic method for removing cells and recovering liquid medium is presented and applied for blood cell rejection and cytotoxicity assay. This method enables continuous cell rejection by manual operation, potentially providing the means for rapid, inexpensive sample preparation for personalized diagnostics and mobile laboratory.